Ureteral catheter shavings: A potential threat.
A combination of a worn panendoscope sheath and a soft, disposable ureteral catheter can evoke a potentially troublesome situation. Shavings or fragements from such a catheter can produce a nidus for stone formation. An illustrative case is presented with a plea for caution in this regard.